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Aperture efficiency measurements made during 1988 on the three 70-m stations

(DSS-14, DSS-43, and DSS-63) at X-band (8420 MHzJ and S-band (2295 MHz) have been

analyzed and reduced to yieM best estimates of antenna gain versus elevation. The analy-

sis has been carried out by fitting the gain data to a theoretical expression based on the

Ruze formula. Newly derived flux density and source-size correction factors for the natu-

ral radio calibration sources used in the measurements have been used in the reduction

of the data. Peak gains measured at the three stations were 74.18 (+-0.10j dBi at X-band,

and 63.34 (+-0. 03J dBi at S-band, with corresponding peak aperture efficiencies of O. 687

(+-0.015) and O. 762 (+-0.006), respectively. The values quoted assume no atmosphere is

present, and the estimated absolute accuracy of the gain measurements is approximately

+-0.2 dB at X-band and +-0.1 dB at S-band (1-o valuesJ.

I. Introduction

Aperture efficiency measurements made on the newly com-

pleted and holographically adjusted DSN 70-m antennas at

both X- and S-band were completed in the latter half of 1988.

The last set of data taken was at DSS-63 after the rebolting of

the major structural brace in September of that year.

Analysis of these measurements has now been completed,

and a pair of gain versus elevation curves has been generated

for each station at each frequency corresponding to antenna

performance with and without the Earth's atmosphere under

normal, clear, dry conditions.

These best estimates of antenna performance have been

arrived at by fitting the data to a theoretical gain versus eleva-

tion profile based on the Ruze formula, and applying recently

derived corrections to a number of natural radio source flux

density and source-size correction factors used to convert

source temperature measurements to aperture efficiency.

These corrections have been necessitated by the publication of

more recent flux density measurements for the source 3C274,

especially at higher frequencies (up to 90 GHz), and the use of

a new and more accurate numerical convolution procedure for

calculating source-size correction factors from high-resolution

radio maps.

The use of a fitting procedure based on the Ruze formula

rather than the usual polynomial expansion was suggested by

the somewhat unusual shapes of many of the individual gain

versus elevation curves obtained at the stations. At X-band in

particular, the new antennas' behavior is not easily expressed

by low-order polynomials, whereas the fit to the theoretical

Ruze expression is excellent. A further advantage to this

method of analysis is that the fitting parameters have direct
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physical significance related to the gravity-induced distor-

tion of the main reflector, and may thus be compared with

calculations based on modeling of the reflector structural

performance.

The following sections of this article provide a summary of

the measurements at each DSS, and describe the curve fitting

and calibration procedures used to analyze these measure-

ments and obtain best estimates of the gain characteristics for

the 70-m antennas.

II. Summary of 70-m X-Band Gain versus
Elevation Measurements for
DSS-14, DSS-43, and DSS-63

Figures 1-3 show the gain versus elevation curves for

DSS-14, -43, and -63 respectively, as measured at each station,

i.e., including the effects of atmospheric attenuation. For each

station, individual curves are identified according to the day of

year (DOY) on which the measurements were made and the

source used for the measurements. DOY refers to 1988 in all

cases.

Figures 4-6 present the same set of data, except that for

each curve the effects of atmospheric absorption have been

removed (see Section III.A for a discussion of the procedure

used).

For all cases shown in these figures, except for DSS-63

DOY 207 (source 3C274), the fit is within +-0.040 dB (l-or),

and in many cases is approximately half this value (see Appen-

dix A 1or details). The data for DSS-63 taken on this date are

sparse and show considerable scatter so that the 1-o error is

0.088 dB. The curve is nevertheless included in the analysis

since it provides the only comparison at this station of this

important source with the more commonly used source

3C123.

It can be seen from Figs. 1-6 that there is considerable vari-

ation between the 70-m antennas, and that different sources

in general give different results. On the other hand, agreement

between different runs at a given station using a given source

is quite good.

The question of different results for a given antenna with

different sources centers on the correctness of the flux densi-

ties and source-size correction factors given in DSN Radio

Source List for Antenna Calibration, rev. B. 1 Analysis of this

IDSN Radio Source List for Antenna Calibration, rev. B, JPL internal

document D-3801, September 25, 1987. In the remainder of this arti-
cle, JPL D-3801 will be used to refer to this document.

question, given in Section IV, shows that as a result of the lim-

itations inherent in previously available methods of computing

the source-size correction factor, Cr, significant errors have

existed in the values of both flux density S, and C r for certain

sources such as 3C274. Additionally, more recent measure-

ments of various calibration sources at higher frequencies have

resulted in a slightly revised flux density scale which results in

yet another contribution to the systematic differences appar-

ent in Figs. 1-6.

When all of these effects are taken into account, the gain

versus elevation curves shown in Figs. 7 and 8 result (see

Section IV.E for details). These are based on all of the data

used to generate Figs. 1-6, and the fits are very good in

each case (0.029 dB < o < 0.040 dB). Also shown in Fig. 8 is a

theoretical curve based on design expectations, indicating that

the actual performance at the three stations is somewhat

poorer than anticipated both in terms of the maximum gain

and the fall-off in gain with elevation angle [ 1,4].

III. Analysis of Gain Measurements

A. Curve Fitting

As mentioned above, the gain versus elevation data for

each run were fitted to a theoretical curve based on the use of

the Ruze formula [2],

It 121eo(a ) = e mexp - (1)

where

eo(a ) = aperture efficiency at elevation angle a

e m = maximum aperture efficiency

1_(a) = rms half-pathlength deviation of antenna surface

from best fit design surface (inches)

X = wavelength (inches)

The rms half-pathlength deviation, E(a), may be expressed

in terms of geometrical factors and the deviations for gravity

loadings applied parallel to the reflector y- and z-axes respec-

tively [3]

E2 = Sy2r/2 + Sz2_.= + 2CSS rl_"
(2)

where

Sy = rms half-pathlength deviation for y-axis load (o_ =

0 deg) (inches)
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Sz = rms half-pathlength deviation for z-axis load (a =
90 deg) (inches)

T/ = COS 3' - COS 0_

_" = sinT-sina

C = correlation coefficient between y- and z-axis load
deviations

In the above, 7 is the angle for which the aperture efficiency is

maximum, so that the rms deviation Z is relative to that at

o_= 3'.

Using Eqs. (1) and (2) the antenna gain may be expressed as

Go(a) = G + GiXl(a,7) + G2X2(a,3')

+a3x3(_,3' ) (3)

where

Go(a ) = gain in dBi at elevation angle

Gm = GIo o + 10log % = maximum gain (a = 3')

G 1 = -KS_

G 2 = _KS2z

G3

Xx

X2

X3

Gloo

= _-2

= _-

= 201og0rD/X ) = 75.815 dBi at X-band (v =

8420 Mm)

K = 10(4rr/X)21oge = 349.023 dB/inch 2 at X-band

(v = 8420 MHz)

Equation (3) involves five parameters, Gin, GI, 6;2, G3, and
% and it may be used to fit the gain data at each of the sta-

tions and so determine the parameters Gin, Sy, Sz, C, and 3'
appropriate to each antenna. These may in turn be compared

with predictions for these parameters based on theoretical

models of the 70-m antenna performance.

It has been shown that predictions of 70-m antenna per-

formance based on Geometrical Theory of Diffraction (GTD)

calculations agree very well with those based on traditional ray

tracing methods using the above formulation, provided the
subreflector position is optimized to maximize the predicted

gain [4]. Hence, the comparison referred to above should

permit a good check on such theoretical calculations, within
the limitations imposed by the quality of the gain measure-
ments at each station.

In order to carry out such a comparison it was first neces-

sary to remove any known systematic effects from the data,
such as attenuation due to atmospheric absorption. Thus,

the gain in the absence of an atmosphere, G0(a), is related to

the measured gain including atmospheric absorption, G (a), by
the relation

Ao z
Go(a ) = G(a) + sin----_ (4)

where G(a) is obtained from the measured efficiency data,

e(_).

G(a) = 10 log e(a) + 10 log(-_-) 2
(5)

and Aoz, the zenith attenuation, is calculated from an atmo-
spheric model based on surface measurements of temperature,

pressure, and relative humidity taken simultaneously with the

gain measurements.

Table 1 summarizes the results of the fitting for all three

stations, listing the values of 7, Sy, S z, and C determined for
each of the days indicated.

The variations in the parameters listed in Table 1 most

likely arise from three different sources: random measurement

errors, systematic measurement errors, and the sensitivity of

the parameters themselves to small changes in the data. The

latter effect is due to the fact that the fitting functions Xj(o_i)

defined in Eq. (3), although linearly independent, are not
orthogonal, i.e.,

N

_., xj(_,)xk(,_ i) . o
i=1

for/ 4: k (6)

where j,k -- 1,2, 3, andN= number of data points used in the

fit [5]. This is especially significant for the correlation coeffi-

cient, which can take on a wide range of values, even changing

sign as seen in the case of DSS-14 and -63, without signifi-

cantly changing the goodness of the fit.

For comparison purposes, the parameter values determined
from structural model calculations 2 are also listed in Table 1.

These assume a value of 3' = 45 deg, which is slightly different

2 Roy Levy, personal communication.
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from the fitting values listed in Table 1, so one cannot expect

perfect agreement between the Table 1 and model calculation

values for Sy, S z, and C. However, small changes in the value of
3' will not result in a significant change in shape if the remain-

ing parameters remain fixed. Thus, the substantial differences
actually observed between the theoretical and fitted values

must be due to causes other than these small differences in 3'.

These could be any of those listed above, or differences be-
tween the assumed and actual antenna structure.

To illustrate the magnitude of the difference implied by the
data listed in Table 1, Fig. 8 shows a comparison of the aver-

age gain curve Go(t_ ) for each station with the predictions
based on the theoretical parameter values listed in the table

(see Section III.E for details).

Table 2 lists the angle at which the final panel setting was
carried out for each of the antennas. 3 The agreement between

these values and the average of the values found in Table 1 is

quite good for DSS-14 and -43, but there is about a 4-deg
difference for DSS-63. The reason for this difference is not

known, but it should be noted that the data for this station

are more sparse than for the other stations, and show greater
scatter.

Taken all in all, the results obtained after rebolting do not

appear to indicate any significant change from the earlier

results, except possibly for a lower gain at low elevation

angles. However, the amount of data available and the lack
of agreement between the two sets of data make it appear
unwise to alter the f'mal curve fit on the basis of these data.

It appears that a systematic error is involved in the post-

rebolting measurements.

B. Systematic Effects in the • (a) Measurements

The efficiency measurements at DSS-14 and DSS-63 show

variations with elevation which in certain cases indicate the

presence of systematic errors. These take the form of both

periodic fluctuations and offsets; an analysis of these effects
is carried out in Appendix B where it is shown that at DSS-14,

for example, it appears that a small pointing error (A¢ = 1.2

X 10-3 deg) has resulted in a small average reduction in mea-
sured efficiency amounting to a 0.028-dB gain loss.

Owing to the lack of any consistent indication of such an

effect at all stations for all measurements, the above loss is

treated as a probable error and added to the overall error bud-

get for the gain measurements (see Section IV.F).

It is also possible that the elevation angle used to carry out
the final panel setting may not be the one for which the total

rms deviation of the antenna surface from the desired figure is

minimum, i.e., the setting angle may not be the value 3, appear-

ing in the Ruze formula. This is because the rms deviation
includes both short-range and long-range errors, and the latter.

corresponding to low-order departure from the desired shape,

could, on a random basis, be of such a symmetry that the rms

deviation would be reduced in magnitude at some other

elevation angle as a result of gravitationally induced flexure of
the structure. This new angle would then obviously be 3" by
definition.

IV. Calibration Analysis

A. Computation of Efficiency

The efficiency data obtained at the individual stations are

derived from the measured source temperature values by
means of the relation

• = AS (7)

where

The data used for DSS-63 in the above analysis were

obtained prior to the rebolting of the structural brace which

had previously been found to be loose enough to permit some

slippage. Figure 9 shows more recent measurements compared

with the average for DOY 124 and 201; this new data reflects

the configuration after the rebolting of the brace. It is seen
that the new data tend to fall somewhat below the previous

results at low elevation angles, and that the DOY 274 data do

not fit the previous data or the DOY 246 data between 20 deg
and 56 deg. On the other hand, the DOY 246 data agree rea-

sonably well with the pre-rebolting results for 25 deg < a < 65

deg, but tend to be somewhat high for a > 65 deg.

3Boris Seidel, personal communication.

k = Boltzmann's constant

T = measured source temperature

Cr = source-size correction factor

rrD2
A = area of antenna -

4

S = source flux density

It is seen that the computed efficiency values, and hence

also the gain values, depend directly on the two quantities

Cr and S, which must be determined for each source used
in the calibration measurements, and of course, at each fre-
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quency if measurements are to be made at more than a single

frequency.

Values of Cr and S used in these calculations have been
taken from JPL D-3801, rev. B, and apply to the 70-m anten-

nas at X-band. Thus, one may rewrite Eq. (7) with a more

specific notation to emphasize the fact that 70-m gains are

being discussed,

2kTvoGTo

_570 - A7oS (8)

The values of S which appear in JPL D-3801 and the above

equation were obtained by means of a series of measurements
made using the 64-m antenna at Goldstone [6]. These mea-

surements used Eq. (7) solved for S, but with values for the

other parameters appropriate to the 64-m Goldstone antenna,

i.e.,

2k Z64Cr64

S = (9)
A64e64

where

T64 = measured source temperature on 64-m antenna at
Goldstone

Cr64 = Goldstone 64-m source-size correction factor based
on qbB = 2.25 min = 0.0375 deg [614

A64 = 64-m antenna area

e64 = efficiency of 64-m antenna at Goldstone

The efficiency, %4, was obtained by calibrating the 64-m
antenna against a single, specific source, 3C274, assuming its

X-band flux density to be known

2kToCr o
(10)

%4- A64S °

where

TO = measured 3C274 source temperature, 64-m Gold-
stone antenna

Cro = computed Goldstone 64-m correction factor for
3C274 = 1.085 ( [6] , and see Footnote 4 /

So = assumed X-band flux density for 3C274 = 46.00 jyS

So was taken from [7] as the best available estimate for this
quantity at the time.

Combining Eqs. (8-10)one may write

2kT_oro %o C o
× -- (ll)

eTo - AToT64 Cr64S0

The various terms on the right-hand side of Eq. (11) are

subject to errors, and the cause and influence of these are dis-
cussed in the following sections.

B. Errors in C r

The source-size correction factor Cr corrects the measured

efficiency for the loss resulting from the fact that the source

has an angular extent that may not be small relative to the
antenna beamwidth. Its value is determined from the relation-

ship

c,= ®
\_0 ax

(12a)

where

Son = B ® Port (12b)

ao_.
P" - (12c)

on

B = source brightness function

Pn = antenna relative power pattern

Pon= mapping antenna relative power pattern

_o = mapping antenna beam solid angle

and ® means convolution while P= Fourier transform of P,

etc. [8].

4These are the values appearing in JPL D-3801, rev. A. Rev. B of this
document included some corrections necessitated by beamwidth
changes resulting from changes in antenna feed on the 64-m antennas.

SThe spectral formula for 3C274 actually yields S = 46.02 Jy at

v = 8420 MHz.
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The reference to a "mapping antenna" above means that

the flux density map of the source Son, used to compute Cr
has been obtained with an antenna whose beam solid angle

_-o << _, where the latter is the beam solid angle of the
antenna being calibrated (64-m or 70-m). This insures that P,
and henceP, defined by Eq. (12c) exist. Note also that

s So.d (13 

Until recently, determinations of Cr have been based on

Gaussian approximations to both the flux density map Son and

the antenna beams, and the computation of P by means of Eq.

(12b) has been approximate and subject to error. Removal of
these deficiencies has resulted in more accurate estimates of

Cr for the important source 3C274 which, as seen from the dis-
cussion in Section IV.A above, plays a central role in the over-

all calibration process [8].

Specifically, the values of Cro and CrTo for 3C274 have been
increased according to Table 3. The impact of these changes
will be discussed in Section IV.D.

C. Errors in Flux Density, S

The value of SO = 46.00 Jy taken from [7] is based on the
analysis of all of the known measurements of 3C274, as well as

other important antenna calibration sources, up to the year

1974, and is computed directly from the spectral formula

logS (Jy) = a + blog u (MHz) (14)

with a = 5.023 -+0.034 and b = -0.856-+ 0.010.

The above coefficients were obtained by the authors of [7]

by a least-squares fitting to data over the frequency range 400
MHz _< v _< 22285 MHz, but neither the exact data used nor

the exact fitting procedure employed can be determined from

their paper.

More recent measurements of this source have extended the

frequency range up to 90 GHz, and it becomes clear from
these newer data that one cannot obtain a reasonable fit with

only two coefficients. If a power law of the form

3

Y = Z anXn

n=O

(15)

where y = logS (Jy) and x = log u (MHz), is used to fit the
data over the entire range 400 MHz _< u _< 90 GHz, then an

unweighted fit results in the coefficients

% = 3.9964

a I = 0.1733

a2 = -0.3341

a3 = 0.0352

with the resulting X-band value (u = 8420 MHz) orS 0 =
45.2037 Jy.

The resulting spectrum for 3C274 is shown in Fig. 10, and

a number of comments are in order regarding this and other

similar results obtained by different authors.

First, the use of a power law expansion such as Eq. (15)

cannot be justified on any theoretical basis. The source 3C274

for example, has a complex angular structure reflecting a com-

plex spatial structure, and different regions of the source are
known to have very different spectra [7]. Thus, total flux

density measurements such as those presented by the data

points shown in Fig. 10 correspond to averages over the entire
source, and any simple result, as for example Eq. (14) or (15),

can only mirror a fortuitous circumstance and/or inadequate

resolution in frequency. This means that an accurate spectrum

might require terms higher than n = 3, for example, but in the
absence of accurate measurements at a large number of fre-

quencies one has no way of knowing how large n must be for
a best fit. Obviously, if n = N, the number of data points, the

fit becomes perfect, but not necessarily meaningful.

A second point is illustrated by the two straight line seg-

ments shown in Fig. 10, which correspond to estimates made

by Ivanov and Stankevich based on a new absolute flux scale

for radio astronomy [9]. This scale uses the so-called "artifi-
cial moon" method of calibration which, according to the

authors, is free of many of the problems associated with other

techniques such as the use of a reference dipole or reference
horn, and it is seen that it produces values that are consistently

below those shown in the figure, giving So = 41.96 Jy at
X-band, for example.

The artificial moon method itself is open to criticism, how-

ever, and a systematic study is presently underway to resolve

such discrepancies. Meanwhile, the above discussion points up

some of the difficulties involved in determining SO for use as
an absolute calibration standard. Individual flux density mea-

surements typically have quoted errors of-+4-5 percent, to
which must be added systematic errors resulting from the

particular procedures used.
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D. Implications of Errors in C r and S to 70-m
Antenna Calibration Results

Using primes to represent quantities for which im-

proved estimates have recently been obtained, Eq. (11) leads
to the result

' C' C(__£o)

or, in terms of the resulting change in gain 6

c_-T-

+ 10 log (Cr°_ + lOlog (Sot

\%! \So!

(16)

(17)

The two main sources that were used in the 70-m antenna

gain calibrations are 3C274 and 3C123, and using the above

formula one can compute the correction which should be

applied to the measurements obtained for each source to allow

for the improved values of Cr and S.

Since the term which depends on SO is the same for all
sources, one has for this constant contribution

= [ 4600t
AGs0 10 log \_] = 0.076 dB (18)

where it is assumed, in the absence of better estimates, that

the curve fit to the 3C274 spectrum given by Eq. (15) is prob-

ably better than that given in [7], which was based on more
limited data.

For the remaining contributions the value of AG is differ-

ent for the two sources. For 3C274, Cr64 = Cro by definition,
so that

 ccr=,olog\tWo!=1o

= 0.281 dB (19)

6These expressions consider changes resulting from improved estimates

of Cr and S, and do not take into account either the probable errors of
such estimates, or errors in the measured temperatures appearing in
Eq. (11). These are discussed in Section IV.F.

and hence

AG(3C274) = 0.357 dB (2O)

where the values for Cr70 have been taken from Table 3.

For 3C123 no new computations of Cr." or Cr,, have yet
been made, but since this source is well re_resente_t v by a pair

of closely spaced Gaussian distributions, and the value of Cr
is not large, any corrections ought to be small. Thus, in the

absence of information to the contrary one can assume no

change in Cr64 or Cr70 SOthat

AGCr = lOlog ro = 10log

= 0.253 dB (21)

and hence

AG(3C123) = 0.329 dB (22)

In addition to 3C274 and 3C123, a limited number of mea-

surements were made using sources 3C161 and 3C218. The

former is small enough to be considered a point source, so

here also there should be no change in Cr64 or CrT0; thus AG
for this source should be the same as that for 3C123,

AG(3C161) = 0.329 dB (23)

Source 3C218, on the other hand, is an extended source,

so that in the absence of newly determined values for Cr64 and

Cry ° it is impossible to determine a AG value for this source.
Thus. no attempt has been made to use the efficiency mea-
surements obtained with it.

The source 0521-365 is variable so that data on e(c 0 ob-
tained with this source can be used to determine the shape of

the gain curve, but not its absolute level. Fortunately, data
were also taken using 3C274 at DSS-43, where 0521-365 was

used, and hence, an absolute calibration of this antenna is

possible.

The procedure used was to average the two Go(a ) curves
obtained with 0521-365, average the two curves obtained with

3C274, and then determine the average difference between

these two over the range of elevation angles for which they

overlap (13 deg < a < 42 deg). This difference was then com-
bined with the AG value for 3C274 to obtain a corresponding

correction for 0521-365.

AG(0521-365) = 0.305 dB (24)
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When the above corrections are applied to the individual

runs at each of the 70-m stations, the gain curves shown in

Figs. 11-16 are obtained, and it is seen that the spread between
curves has been reduced and the overall gains increased.

In the following sections final estimates for the gain curves
at each station are obtained, and an assessment is made of the

probable errors involved in terms of the analysis made above.

E. Estimates of Gain versus Elevation for

Individual 70-m Stations

The average gain characteristic for each DSS has been ob-

tained by applying the corrections of Eqs. (20), (22), (23) and

(24) to the data for each run at a given station, and then
determining the best fit of the combined data sets to Eq. (3),

as was previously done for each individual run (see Appen-

dix A for a discussion of the quality of the fits).

For DSS-14 all six data sets have been used. while for

DSS-43 and DSS-63 only the two sets each obtained with

sources 0521-365 and 3C123, respectively, have been used.

The results of this final curve fitting are shown in Figs. 7

and 8, and Table 4 lists the fitting parameters for the three

stations, together with the theoretical values shown in Table 1,

and the design-expected peak gain [1]. The error estimates

listed in the table for the measured peak gains G m are based on

the analysis carried out in the following section.

F. Estimates of Errors in Aperture Efficiency
and Gain

From Eq. (7) one may express the variance of the effi-

ciency, a_, as

OCri2
(25)

where

a2 = variance of measured source temperature

a_r = variance of source-size correction factor

o2 = variance of source flux density

The measured source temperature variance, a 2, itself
depends on many factors, not all of which can be accurately
estimated. However, if one considers the measurements made

at a given station and with a given source, then the last two

terms in Eq. (25) vanish, so that

station,
source

(26)

Examination of the data taken at all three stations shows

that a_ is comparable for each if one considers individual runs
(see Figs. A-l-A-11). When all runs at a given station are con-

sidered, however, the variation is larger at DSS-14 than at the

other two, and using this larger value as a conservative esti-
mate, one obtains

0 T Oe [- = 0.010 (27)
T e DSSI4

3C123

The remaining terms in Eq. (25) must be considered from

the point of view of ensemble averages, and are estimated by

%
r

c

O
s

S

- 0.020

- 0.040

(28)

the former being based on source-map and beamwidth accura-

cies [8], and the latter on quoted errors in the literature on

source flux density measurements [7] 7

Combining the above

O

--= 0.046 (29)
e

resulting in a corresponding gain error of

+0.19
dB (30)aG = -0.20

If the estimated pointing loss found in Appendix B (0.028

dB) is added to the upper bound above, then the error esti-
mate becomes

aG = -+0.21 dB (31)

7As mentioned earlier in this article, such errors are typically 4-5 per-

cent. The smaller value is chosen because of a small degree of confi-

dence stemming from the relative insensitivity of S O to various curve

fits to the 3C274 spectral data.
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V. Summary of 70-m S-Band Gain versus
Elevation Measurements for DSS-14,
DSS-43, and DSS-63

Compared with the X-band measurements, only a limited

amount of data were gathered at the three DSSs at S-band. At

DSS-14 only a single run was made, at DSS-43 three were

made, and at DSS-63 two were made. Fortunately, the data

at DSS-14 cover the range of elevation angles from a -- 7 deg

to a = 84 deg with the calibration source 3C123, while at

DSS-43 the full range measurements with the variable source

0521-365 (10 deg <a < 85 deg) are complemented by limited

range data obtained with the calibration sources 3C274 and

3C218, thus permitting an absolute gain calibration of both

stations in a manner similar to that employed in the X-band

analysis.

At DSS-63 neither of the runs is suitable for analysis owing

to the large amount of scatter present in the measurements,

and consequently no attempt has been made to determine the

S-band gain characteristics for this station directly.

However, as described below (see Section VI), it has none-

theless been possible to obtain a calibrated gain curve for this

station at S-band by making limited use of the S-band data and

combining this with the X-band results for the same station.

The results of the analysis of DSS-14, DSS-43, and DSS-63

data are summarized in Figs. 17 and 18, which show G(a) and

Go(a ) respectively for each of these stations. As in the case of

the X-band results, these curves represent the result of fitting

to the Ruze formula and applying overall gain corrections

resulting from updated Cr and S values obtained for S-band.

The details of this analysis are given in the following sections.

VI. Analysis of S-Band Gain Measurements

Figures 19 and 20 show the results of fitting Eq. (3) to the

measured data for DSS-14 and -43, using Eqs. (4) and (5) to

transform e(a) into G(a) and Go(a ) as before, where for

S-band (u = 2295 MHz), K = 25.9296 dB/in. 2, and for all

stations the single value A0z = 0.0297 has been used.

It is seen that the gain curves are very flat, as expected, thus

making the estimate of the angle 3' obtained from such a fit

ambiguous. For this reason 3' has been fixed at the values

determined from the X-band fitting procedure for each of the

two stations, and the S-band fits are obtained using only the

four remaining parameters Gin, Sy, Sz, and C.

The DSS-43 curve is also seen to be anomalously low owing

to the choice of an abnormally high assumed flux density

value for the variable source 0521-365 in computing e (a) from

T(a) via Eq. (7). The absolute calibration of the S-band gains

is discussed in the following section.

Comparison of the parameter values Sy and S z obtained at
X-band and at S-band for DSS-14 and -43 shows that there is

reasonably good agreement in general, although the S-band

values for DSS-43 appear somewhat higher than the corre-

sponding X-band values for this station. However, by virtue of

the flatness of the curves, the same ambiguity referred to

above for the angle 7 also exists to a considerable extent for

the parameters Sy, S z, and C, i.e., different combinations of

these parameters will provide essentially the same Go(a ) curve

within the experimental accuracy of the measurements.

In view of this it is of interest to see how well the S-band

data are fit by the X-band parameters 3', S v, Sa, and C. In

principle, these ought to be the same at both frequencies, as

the latter three depend only on how the antenna structure

distorts as its elevation is changed from the value % which is

itself, of course, a fixed quantity.

Such a comparison is made in Figs. 21 and 22, which show

curves generated with the X-band parameters superimposed

on the G(o 0 data points measured at S-band. The fits were

obtained by adjusting the single remaining parameter Gin, the

maximum gain, and it is seen from these figures that the

resulting fits are very good. The ovalues for the best fits

to the S-band data, o=, and the X-band parameter fits to the

S-band data, oxs, are compared in Table 5, and it is seen that

the latter are only slightly larger than the former, both being

very small.

Since there is little to choose between the two fitting pro-

cedures considered above, and since the four-parameter set

3`, Sy, S z, C should be frequency independent, the X-band
parametric fits to the S-band data are chosen as the final

representations for the shape of the S-band gain curves for

DSS- 14 and -43.

While the DSS-63 data are not suitable for direct determina-

tion of the gain characteristics for this station, as mentioned

in Section V, that taken on DOY 124 yield a maximum gain

G m which is very close to that found for the other two sta-

tions. This value of G.n, adjusted for calibration errors as dis-

cussed in Section VII, has been combined with the remaining

X-band parameters for this station to determine its absolute

S-band gain curve, once again taking advantage of the fre-

quency-independent nature of these parameters. The results of

this determination are shown in Figs. 17 and 18, and the fit

to the S-band data from which the value of G m is estimated

is shown in Fig. 23.
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VII. S-Band Calibration Analysis

Determination of the absolute maximum gains, Gin, for

each of the three DSSs at S-band follows the same procedure

described in Section IV, where newly determined values for

the source flux densities, S, and source-size correction factors,

C,, are used to correct the measured gain values discussed in

the previous section.

The analysis in Section IV follows exactly the same way

for S-band, except that the 26-m station at DSS-13 was used in

determining the S-band D-3801 values for S and Cr, rather

than the 64-m station. These determinations were made by

Klein and Stelzried [10] by essentially the same procedure

that was later used by Turegano and Klein [6] at X-band,

using source 3C274 as a standard to calibrate secondary stan-

dards, including 3C123 and 3C218.

One difference occurs at S-band however, and this is that

the flux density assumed for 3C274 during the 26-m calibra-

tion measurements was not the same as that appearing in

D-3801, as was the case at X-band. The reason for this differ-

ence is that at the time the 26-m measurements were made,

the best estimate of this quantity was that due to Baars and

Hartsuijker [ 11 ], namely S = 140.3 Jy, whereas at the time of

writing D-3801 rev. A (June 30, 1987), the best estimate was

that determined by Baars, Genzel, Pauliny-Toth, and Witzel,

S = 140.00 Jy [7]. This value remained the same in D-3801

rev. B, and hence is the one used in determining S-band gains

using the source 3C274.

As a matter of interest, yet another value for this quantity

was determined by direct, absolute measurements using a cali-

brated horn reference by Freiley, Batelaan, and Bathker [12].

These authors obtained the value S = 136.5 -+ 2.6 Jy, which

is significantly lower than the above values, s

The power law fit of Eq. (15) yields an S-band value

(v = 2295 MHz) of 138.48 Jy, which is between the Baars

et al. [7] estimate and that of Freiley et al. [12]. Given the

tolerances for these measurements it seems reasonable to use

the above value of 138.48 Jy and so maintain consistency with

the X-band analysis, and this is done below.

As a consequence of the above-mentioned difference

between the 3C274 S value used in D-3801 rev. B and that

used by Klein and Stelzried, the _G values computed for

3C274 on the one hand, and 3C123 and 3C218 on the other,

are different, i.e.,

aThe frequency used by these authors was 2278.5 MHz. If their flux

density is translated to 2295 MHz using the Baars, et al. [7] spectral

index of -0.856, the result is another 0.6 percent lower.

[ 140.00] =

zaGso (3C274) = 10 log _138.48] 0.047 dB (32)

AGso(3C123/3C218)=lOlog(_ ) = 0.057 dB (33)

Table 6 summarizes the results of recomputing the 3C274

26-m Cr values, Cr0, and the 70-m C r values, Cr70, at S-band

[8]. From these values the following AGc, values are readily

obtained:

AGcr(3C274) = 101og(_) = 0.241dB
(34)

tl.045 t =

AGcr (3C123/3C218) = 10 log \ 1.---.......O_-] 0.042 dB
(35)

Combining these

AG (3C274) = 0.288 dB (36)

AG (3C123/3C218) = 0.099 dB (37)

In the above it has been assumed that, owing to the very

small values of C r for the 26-m and 70-m antennas for both

3C123 and 3C218, no significant changes in these values

would occur as a result of recomputation.

When average differences are determined from gain mea-

surements made at DSS-43 using the three sources 0521-365,

3C274, and 3C218, it is found that

G (3C218) - G (3C274) = 0.192 dB {38)

This should be equal to

AG (3C274) - AG (3C218) = 0.190 dB (39)

and it is seen that the agreement is excellent.

Combining these gain corrections with the measured gain

using 0521-365, the gain correction for this source is found

to be

AG (0521-365) = 2.395 dB (40)

As mentioned above, this large value is the result of the use

of an abnormally high flux density value for the efficiency

calculations made at the station.

When the above gain corrections are applied to the curve

fits obtained for each station, the G m values listed in Table 7

are found.
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According to the design estimates of Bathker and Slobin

[1 ], the 70-m S-band peak gains should lie in the range 63.27-

63.35 dBi, so the agreement between these estimates and the

measured values is excellent. 9

The error estimates included in Table 7 are based on an

analysis similar to that described in Section IV.F, where the

Individual error contributions are

or
- 0.035

T

_r

c
- 0.015 (41)

0

s _ 0.02
S

so that

0

e = 0.025
6

o G = -+0.11 dB

(42)

The 2-percent error estimate for S-band flux density is

based on the very careful work of Freiley et al. [12], plus the

fact that the new value for S obtained by the curve fitting pro-

cedure described in Section IV.C is within 2 percent of both

their estimate and that due to Baars et al. [7].

VIII. Summary and Conclusions

The final curve fits to the X-band data (Fig. 8) indicate that

there are distinct differences between the gain characteristics

9These authors' analysis was carried out assuming a frequency of 2285

MHz, so their gain results have been translated to 2295 MHz under the

assumption that the aperture efficiency is sensibly constant over this

small range.

of the three DSS 70-m antennas. The highest peak gain is

achieved by DSS-63 (G m = 74.29 dBi at 7 = 47.7 deg), while

the flattest characteristic, and that most closely approximating

the theoretical performance, occurs at DSS-14.

Comparison of the peak gains listed in Table 4 with the

design-expected performance reported by Bathker and Slobin

[1] Grn = 74 32 ÷0.o5 dBi, shows that the two are consistent
' --'- -0.14

when allowance is made for the probable errors in both cases,

i.e., the upper bounds of the Table 4 values exceed the lower

bound of 74.18 dBi for the design expectations.

The situation with respect to the actual shapes of the gain

curves, however, is less satisfactory. The three antennas show

distinctly different behavior, and only one, DSS-14, is in good

agreement with predictions based on structural model calcu-

lations. 1o

If the measured curve shown in Fig. 8 for DSS-14 is dis-

placed upward to coincide with the theoretical curve at the

peak, the two virtually lie on top of one another for 10 deg

_< t_ _< 60 deg, and the maximum difference between them is

0.26 dB at a = 90 deg. However, if the same thing is done for

DSS-63, discrepancies amounting to 0.5 to 0.6 dB exist at low

and high elevations respectively. For DSS-43 these differences

amount to 0.5 dB at each end.

Based on estimates of the probable measurement errors in-

herent in the characteristics shown in Fig. 8, it seems unlikely

that these discrepancies are measurement related, especially

since the three antennas behave quite differently from one

another.

The relatively good agreement found between calculated

and measured peak gains, on the other hand, has been achieved

as a consequence of improved estimates of source flux densi-

ties and source-size correction factors for the natural radio

sources used to calibrate the antennas [8]. Here, corrections

on the order of 0.3 dB have brought the measured gains to

within O. 15 dB of the theoretical value, on the average.

l°Roy Levy, personal communication.
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Table 1. Ruze-Levy X-band fitting parameters obtained from indi-

vidual runs at the three 70-m stations; theoretical values calculated

by Levy are also shown for comparison

DSS DOY 7, deg Sy, in. Sz, in. C

14 100 42.76 0.075 0.063 0.855

14 101 47.32 0.083 0.078 0.775

14 109 41.27 0.121 0.119 0.964

14 114 46.21 0.049 0.022 -0.997

14 115/116 46.74 0.092 0.075 0.650

14 143 48.31 0.074 0.040 0.152

43 192/193 47.73 0.074 0.087 0.389

43 193/194 44.68 0.053 0.079 0.096

63 124 46.96 0.132 0.133 0.820

63 201 48.20 0.059 0.048 -0.820

63 207 42.95 0.059 0.046 -0.970

Theoretical 45.00 0.032 0.041 0.030

Values

Table 4. Final Ruze-Levy X-band parameter fits for the three 70-m

antennas based on overall averages of calibrated data

DSS _, deg G m, dB S v, in. S z, in. C

14 45.930 74.172-+ 0.21 0.0462 0.0209 -0.9935

43 46.155 74.092 _ 0.21 0.0665 0.0857 0.3255

63 46.836 74.284 + 0.21 0.0645 0.0702 -0.0300

Theoretical 45.000 74.32 +0.05 0.032 0.041 0.030
-0.14

Values

Table 5. Comparison of the standard deviations for fitting S-band

data with X-band and S-band Ruze-Levy parameters

DSS Oxs, dB ass, dB

14 0.015 0.012

43 0.017 0.015

Table 2. Holographic setting angles for the three 70-m antennas

DSS Setting angle, deg

14 47.0

43 47.3

63 41.8

Table 6. Comparison of old and new source-size correction factors

for source 3C274 with the 26-m antenna (Cro) and the 70-m antennas

(Cr70) at S-band

Old value New value

Cro 1.035 1.045

Cr70 1.14 1.205

Table 3. Comparison of old and new source-size correction factors

for source 3C274 with the 64-m antennas (Cro) and the 70-m anten-

nas (Cr70) at X-band

Old value New value

Cro 1.085 1.15

Cr7° 1.106 1.18

Table 7. Final S-band peak gains (no atmosphere) for the three

70-m antennas

DSS G m, dB

14 63.301 ± 0.11

43 63.354 ± 0.I 1

63 63.361 * 0.11
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Fig. 22. The same data is presented as in Fig. 20, except that the curve fit is based on the Ruze-Levy parameters
obtained at X-band.
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Appendix A

Curve Fits to Individual Runs and Stations

The results of curve fitting to the efficiency data from

individual runs at DSS-14 (DOY 100-143), DSS-43 (DOY

192-194). and DSS-63 (DOY 124-207) are shown in Figs.

A-l-A-3. The data points shown in these figures are the G(a)

values computed directly from the e(o 0 values measured at
each station by means of Eq. (5). The upper curve is the result

of fitting to the corresponding Go (a)values obtained from Eq.

(4), and the lower curve is the corresponding G(a) curve
obtained from Eq. (4) using the Go(a) fit. Thus, the upper

curve is the best fit to Eq. (3) and represents the antenna

performance without atmospheric attenuation, while the lower
curve corresponds to the actual performance at the station.

Since the e(a) values for each station are computed from
the measured antenna temperatures T(a) by means of the

relationship

T(a) (A-l)e(a) - T
a

where

T
3

L-c

T -
$

rrD2S
- 100 percent efficient source temperature for

8k
antenna of diameter D

C = source-size correction factor

S = source flux density

k = Boltzmann's constant

the gain Go (a) may be expressed as

A°z + 10 log T(_)+ lOlog[Snkl
G0(a) = sin-----a _ X2 ]

+ 10 log (_-) (A-2)

This explicitly shows that the elevation dependence enters

through both the attenuation correction and the measured

antenna temperatures T(a), so that the shape of the Go(a )

curve depends to some extent on the value of Aoz chosen.
However, the variation in this parameter at a given station is

generally less than 0.005 dB /{'orgood weather, so that at the
lowest elevation for which the model should be used (10 deg)

the corresponding error in Go(a ) amounts to less than 0.03 dB.
Thus, one can assume that in the absence of systematic errors

in the measurement of T(a), the values of 7, G1, G2, and G 3 in

Eq. (3) should be reasonably accurate.

The maximum gain, Gm, on the other hand, obviously

depends directly on the assumed values for the source flux
density S and source-size correction factor Cr, and the accu-

racy of these parameters is discussed in Section IV.

Figures A-4-A-6 show the results of fitting to the com-
bined calibrated data sets for the individual stations as dis-

cussed in Section IV.E. The curves shown are those appearing

in Fig. 8 (no atmosphere), and it is seen that the rms error of
the fits is _0.03-0.05 dB for all three stations.
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Fig. A-1. Uncalibrated X-band gain versus elevation data for DSS-14 showing Ruze-Levy curve fits for each

individual run: (a) DOY 100, (b) DOY 101, (¢) DOY 109, (d) DOY 114, (e) DOY 115, and (f) DOY 143. The lower curves

include atmospheric absorption.
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Fig. A-2. UncaUbrated X-band gain versus elevation data for DSS-43 showing Ruze-Levy curve fits for each

individual run: (a) DOY 192; (b) DOY 193; (c) DOY 193; and (d) DOY 194. The lower curves (or data points) include

atmospheric absorption.

343



z"
<

,<
z
Z
uJ

z

z"

<

z
z
Lu

Z

74+0

73.5

73.0

72,5

74.0

73.5

73.0

723

0

(c)

#•

DSS-43 SOURCE 3C274

I

(d)

I
I0

I

DSS-43 SOURCE 3C274

)

2O
I

3O
1

40 50

ELEVATION, deg

6O

1
7o

Fig. A-2 (contd)

80 90

344



z

L3

<
z
z
u.J

Z
<

74.0

73.5

73.0

72.5

1

(a)

SOURCE 3C123 ATMOS ATTEN = 0.04157 dB

T= 46.956754 deg (fixed} Sy = 0.131727 in. G m = 73,929329 dBi

C = 0.819794 8 z = 0.133037 in. o" = 0.030812 d8

(39 OUT OF 40 POINTS ARE USED tN CALCULATION)

i I i I i I I
10 20 30 40 50 60 70 8O 90

ELEVATION, deg

Fig. A-3. Uncalibrated X-band gain versus elevation data for DSS-63 showing Ruze-Levy curve fits for each

individual run: (a) DOY 124, (b) DOY 201, and (c) DOY 207. The lower curves include atmospheric absorption.
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Appendix B

Periodic Measurement Errors and Systematic Offsets

I. Periodic Errors

Measurements made at DSS-14 show distinctive systematic

errors, the most pronounced example of which is found in the

data for DOY 109, which show a periodic fluctuation super-

imposed on the e(a) curve (see Fig. A-lc). This is most clearly

seen over the range 26 deg < a < 60 deg, but appears to persist

to some degree over the entire range of elevation angles at

which measurements were made. Also, there is an indication of

the same behavior in the data obtained on other days at this

station.

Analysis of the DOY 109 data also reveals a similar perio-

dicity in the pointing coefficient Cp. The two effects are com-

pared in Fig. B-1 where Cp - 1 and e are each plotted as a

function of elevation angle _ for the range 26 deg < ct < 42

deg. It can be seen that not only do each of these show a peri-

odic behavior, but that the two show a strong correlation as

well. If a linear trend e-(a) is subtracted from the e(cQ data,

then the correlation between Cp - 1 and e - e" appears as

shown in Fig. B-2. The correlation coefficient is found to be

r = -0.581, which corresponds to a probability that the two

quantities are uncorrelated of _0.006. The correlation is

furthermore seen to be negative, as would be the case if there

were a causal relationship between the pointing coefficient and

measured efficiency, i.e., if the measured temperature T(a)

were reduced as the result of a pointing error.

Since these data were obtained with the APCAL program

operating in closed-loop mode, the pointing coefficient has not

actually been used to correct the e values, t However, one

may determine the extent to which the periodic pointing off-

set shown in Fig. B-1 contributes to the observed periodic

efficiency loss shown in the same figure by comparing the

sinusoidal curve fit to the efficiency data with the correlation

between efficiency and pointing coefficient.

The least squares sinusoidal fit has the form

e - e" = C cos (ks + ¢) (B-l)

with C = 4.0149 X 10 -3, k = 54.750, and _ = 88.9 deg, while

the linear correlation is of the form

I G. Milford and J. Hotter, APCAL Technical Manual (Preliminary),

JPL internal document, Jet Propulsion Laboratory, Pasadena, Cali-
fornia, p. 27, May 1988.

e-J= a-b(G-1)

witha = 2.9305 X 10 -3 and b = 0.5752.

(B-2)

The efficiency and pointing coefficient are related to one

another by the equation

e
rrl

e - (B-3)
c

where e m is the value of e for perfect pointing (Cp = 1). If a
linear approximation is made to this hyperbolic relation for

Cu_ I,

= (cm - 1) (B-4)

From Eq. (B-l), e m - e = C, and taking ern = 0.626 from

the original data (average maximum gain for 26 deg < a <

42 deg), the results of the linear correlation, Eq. (B-2), may be

compared with the theoretical relationship, Eq. (B-4). This is

done in Fig. B-2, where it is seen that the two are very close,

thus implying that the observed periodic variation in efficiency

has been caused by a periodic pointing error.

The periodic pointing error is thus seen to be of the form

cp - 1 = -if--c[1 - cos(ks+ 9)] (B-S)
6

m

where C/e m = 4.414 X 10 -3, which gives a consistent fit to

the data of Fig. B-2. In terms of the pointing offset angle _,

tA*tqCp = exp 41n2 _-'_--B) J

(B-6)

where _B = HPBW = 0.030 deg for the 70-m antennas. Thus,

expanding the above

C - 1 -_ 4 In 2 _--_-B } (B-7)

from which the maximum offset corresponding to Cp - 1 =

4.414 X 10 -3 is Aqb = 1.2 X 10 -3 deg.
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In considering the periodic behavior above, the elevation

angle c_ has been treated as the variable. For the range of e]e-

rations considered there is a nearly linear relationship between

the elevation angle and Greenwich Mean Time (GMT) so that a

simple transformation can be made to time as a variable. This

leads to the time equivalent of Eq. (B-I),

e - b- = C cos (,ot + _) (B-8)

where it is found that w = 11.6871 deg/hr, giving a period for

the oscillation of T = 0.5626 hr = 33 min 45 sec.

If a different interval is chosen for the analysis, then similar

results are found but with somewhat different values for the

fitting parameters. For example, for 44 deg < a < 61 deg,

C = 3.6670 × 10 -3 , k = 43.8613, _ = -38.2655 deg, and trans-

forming to a time variable here, _ = 12.2083 deg/hr, giving a

period T = 0.6723 hr = 40 rain 20 sec. Also, for this interval

there is no identifiable periodicity in the pointing coefficient,

and the correlation between e - _" and Cp - 1 is random, thus

indicating that either a dominant random component has been

added to the pointing coefficient data, or the periodicity in

e (a) is of a different origin here, which seems less likely.

The above analysis leads to the conclusion that the effi-

ciency data for this run have likely been systematically re-

duced due to pointing errors so that the true efficiency values

are given by em(a ) = e(a) + C, where e(a) is the value obtained

from the curve fitting procedure discussed in Section III.A.

Expressed in terms of gain, this corresponds to taking the

curve fits obtained and increasing them by approximately

0.028 dB.

Although the periodic variation in e(a) is clearly discernible

in all of the DSS-14 data, its correlation with the computed

pointing coefficient is not, so that in spite of the implication

of the above analysis based on the DOY 109 data, there does

not appear to be enough evidence to support a general conclu-

sion that pointing errors have contributed 0.028 dB of loss to

all, or even most of the DSS-14 gain measurements. In view of

this, it seems prudent to treat the above as a probable error

and include it in the overall error budget as discussed in Sec-

tion IV.E.

II. Systematic Offsets

Efficiency data obtained at DSS-63 on DOY 201 show an

interesting kind of hysteresis effect. The source, 3C123, was

tracked in elevation from 26.34 deg to a maximum value of

79.36 deg, and then back down again to a = 66.02 deg, thus

providing an overlap of measurements over the range 66 deg

< a < 76 deg.

Figure B-3 shows the efficiency data plotted versus eleva-

tion for this limited range, and it can be seen from this that

the data obtained while the source was setting are consistently

below that obtained when it was rising, the difference corre-

sponding to some 0.07 dB.

In this case it appears that at least a partial explanation for

the change may be found in the environmental data accom-

panying the run, according to which the only significant

change that occurred was in wind velocity. The sky was clear

throughout the entire run, and temperature, pressure, and rela-

tive humidity all remained quite stable as well. However, the

wind velocity was reported as zero throughout most of the run

but picked up tol0 mph (SW) sometime between GMT = 0812

and 0927, i.e., exactly when the change in efficiency appears

to have taken place.

The situation is summarized in Fig. B-4, in which the effi-

ciency and elevation angle are both plotted in terms of GMT,

and the last notation of zero wind velocity (GMT = 0812) and

the first entry of 10 mph (SW) wind velocity (GMT = 0927)

are shown. It can be seen from this that approximately 50

minutes elapsed between the reading taken at maximum eleva-

tion (GMT = 085455) and the first reading taken as the

source was setting (GMT = 094505), and that the former was

also probably depressed as a result of wind, i.e., the wind may

have actually picked up shortly before GMT = 0900.

As a check on this, the gain loss versus wind velocity data

from 810-5 rev. D 2 for the 70-m antennas have been considered.

Extrapolation of these data down to 10 mph results in a

predicted gain loss of 0.034 dB. Since the 810-5 data represent

the worst case attitude condition for gain loss resulting from

wind-induced distortion, it appears that wind alone cannot

account for the 0.07 dB loss shown in Fig. B-3. 3

Another example of a systematic offset is provided by the

data from DSS-14 on DOY 115 and 116. This run was begun

when the source was rising and very close to its maximum

altitude. Data were collected as it rose to its maximum altitude

and then proceeded to set, covering the range of elevations

from 84.23 deg down to 16.56 deg. However, the entire set of

measurements, including both rising and setting, for _ _> 80.30

deg shows a systematic offset amounting to AG = 0.12 dB (see

Fig. A-ld). No explanation for this can be found in the data

provided with the report.

2Deep Space Network/Flight Project Interface Design Handbook, Vol L"

Existing DSN Capabilities, Vol. IL Proposed DSN Capabilities, JPL
810-5, rev. D (internal documents), TCI-10, rev. D, 1"able 3, July 15,

1988 (Vol. I), November 1, 1986 (Vol. 11).

3Roy Levy, personal communication.
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